ASIF External Fixation as a Means to Control Fracture Healing by Ring Force Measuring Box.
The development and clinical application of a force measurement device compatible with the ASIF external fixator are described. Use of the force ring measuring box not only confirms the mechanical stability of external fixation, but also appears useful in postoperative management of compressive forces at the fracture site.